ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100162

Location: South Burlington PD

Calibration Date:  11/16/2011 ; §
Certification Date: 11/17/2011 ~ Aoy
Installation Date:  12/22/2011 Aioma Wl e S -
RPC Date: 02/07/2012

Supervisor Name: SARAH SUPERNEAU

Diagnostic Results Accuracy and Precision Check
; Concentration =0.100 g/210L

Lot # =12-45-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.2
Questions: 2.0 .

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 44.5°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.82 Vv
Cooler Voltage = 1.80 V
Bias Voltage =79V 0.10 7 i 7 7 7 7 ] 40.0
Chopper Freq = 536 Hz ‘ ;

0.09 e 36.0
DPUMP INFO Flow Rate( )
Flow Rate = 6.331 L/M 0.08 \ 32.0
DETECTOR INFO
PUMP ON OFF L L db
MAX (V) -0.0703 -0.0654 _
MIN(V) -0.0717 -0.0673 o B 2.0
FILTER INFO O = 05 ......... cxluanesrilisassasooAgieesn o3 oo 20 . 0
Filter 1 -0.067 Zero = true h
Filter 2 0.307 Zero = true 0 ; Od [mmpmmapemmard . | At 16.0
Filter 3 0.977 Zero = true (] }

N B s maa o i (e e SR S S S B 12.0
CALIBRATION CHECK 1 “ ] (
Xq = 0.075 1.25% (O 617 S| SR WY SRR I I8 0 8 U | R RN OR[N 1, et 1 e 8.0

m e mili
Routine Performance Check Passed 0.00 : ’ ; | Jo.o
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CHECK-IN CONFIRMATION TEST 0.05 fﬂ\/ 20.
STATE OF VERMONT
DataMater DMT: 100162 0.04 16.
Location: South Burlington PD
Certification Date: 11/17/2011
Installation Date: 12/22/2011
__________________________________________ 0.03 3Z.
Date: 02/07/2012
Time: 14:04:34
0.02 8.
SUBJECT NAME:

SAMPLE ACCEPTANCE TEST
DOB: 09/16/1984 AGE: 27
GENDER: F 0.01 4.
TEST OPERATOR NAME:

SARAH SUPERNEAU 0.00 0
e T w o www
BLANK TEST 0.000 14:05
CALIBRATION CHECK PASSED 14:05 = (,)’/ D
SIMULATOR VAPOR 33.9°C 0.099 14:05 . { wed!
SUBJECT SAMPLE (Vol=3.0L) 0.000 14:06 , &7 o <@ \
BLANK TEST 0.000 14:07 g ¥ BV e

I L s o
All alcohol values reported in g/210L 4 17/V1 ) A N L;ﬁ‘
Sim. Vapor Concentration 0.100 & ‘D"\ @/"/ v Z’%(‘c‘? 0( J -
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CHECK-IN CONFIRMATION TEST

STATE OF VERMONT

DataMater DMT: 100162
Location: South Burlington PD

Certification Date: 11/17/2011
Installation Date: 12/22/2011
Date: 02/07/2012

Time: 14:59:23

SUBJECT NAME:

SAMPLE ACCEPTANCE TEST
DOB: 01/01/1901 AGE: 111
GENDER: F

TEST OPERATOR NAME:
SARAH SUPERNEAU
AGENCY: SOUTH BURLINGTON PD

BLANK TEST 0.000 15:00
CALIBRATION CHECK PASSED 15:00
SIMULATOR VAPOR 33.9°C 0.100 15:00
SUBJECT SAMPLE (Vol=1.8L) 0.000 15:01

BLANK TEST 0.000 15:02

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 = 0.105
Lot #: 12-45-100

DMT Serial Number #100162
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